Response of the coagulation system after application of hemostatic dressings in an animal model.
The objective of this study was to determine the response of hemostatic dressings. Coagulation and fibrinolytic systems, red blood cell parameters, platelet and leukocyte counts were evaluated after the application of hemostatic dressings: QuikClot, Chitoauze and Celox gauze. The experiment was performed on ten pigs.